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slf/ddw

Attachments 3

To:

From:



W1141-04-SLF-107

ATTACHMENT 1

NARRATIVE

Consisting of 3 pages
Cover page not included



Attachment I
Narrative

Sample Delivery Group WSCF20031727
Sample Matrix Soil
Sample Visual Brown
SAF Number F03-020
Data Deliverable Summary Report

Introduction

One (1) soil sample (B183P2) from GPP was received at the WSCF Laboratory on December 31,
2003. The sample was analyzed for those analytes indicated on the attached copy of the chain of
custody (COC) form in accordance with the Groundwater Protection Program- Letter of
Instruction, referenced in the cover letter.

The narrative (Attachment 1) will address sample characteristics, analyses requested and general
information in performance of the analytical methods. A Data Summary Report (Attachment 2)
includes analytical results, a comment report detailing method abnormalities, tentatively
identified peaks if applicable, method references, and Laboratory QC information. Copies of the
chain of custody and Request for Sample Analysis forms are included as Attachment 3.

Analytical Methodology for Requested Analyses

* ICP-MS Metals by EPA Method 200.8. Analytical work was performed with no
deviations to the approved method.

" Semi-VOA's by EPA SW-846 Method 8270B. Analytical work was performed with no
deviations to the approved method.

" WTPH-D by WDOE Method NWTPH-Dx. Analytical work was performed with no
deviations to the approved method.

" IC Anions and Ammonium by EPA SW-846 Method 300.0 and 300.7. Analytical work
was performed with no deviations to the approved method for Ammonium, but a
deviation was required for the Anions (see comments below).

" The pH by EPA Method 150.1. Analytical work was performed with no deviations to the
approved method.

* Percent Solids by EPA Method 160.3. Analytical work was performed with no deviations
to the approved method.

" Cyanide by EPA SW-846 Method 9010. Analytical work was performed with no
deviations to the approved method.
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* All RadChem analyses (AEA's, GEA) were run by internal WDOE accredited WSCF
procedures. Analytical work was performed with no deviations to the approved method.

Comments

ICP-MS Metals - The hold time(s) for this analysis was met. A Laboratory Control Sample,
Matrix Spike and Matrix Spiked Duplicate were analyzed with each delivery group per the GPP
Letter of Instruction. See page(s) 2-12 and 2-13 for QC details. Analytical Note: For ICP-MS the
preparation Blank contained -3.45 ugfL Chromium. Low Chromium LCS recovery. Flags not
issued for high Arsenic, Cadmium, Selenium and Zinc LCS recoveries, sample concentrations
were less than the MDL or all other QC is acceptable.

Semi-VOA's - The hold time(s) for this analysis was met. A Laboratory Control Sample, Matrix
Spike and Matrix Spiked Duplicate were analyzed with each delivery group per the GPP Letter
of Instruction. See page(s) 2-20 through 2-23 for QC details. Compounds listed on the tentatively
identified peak report with an "N' qualifier have been identified with the program used to
interpret the raw data.

WTPH-D - The hold time(s) for this analysis was met. A Laboratory Control Sample, Matrix
Spike and Matrix Spiked Duplicate were analyzed with each delivery group per the GPP Letter
of Instruction. See page(s) 2-19 for details.

IC Anions - The client requested hold time(s) for this analysis was not met. The client was
notified and requested WSCF to continue with this analysis. A Laboratory Control Sample,
Matrix Spike and Matrix Spiked Duplicate were analyzed with each delivery group per the GPP
Letter of Instruction. See page(s) 2-15 and 2-16 for QC details. Analytical Note: Chloride and
Sulfate detected, but at concentrations less than that of the lowest calibration level. Sulfate and
Nitrate-N Duplicate concentrations are less than lOX the MDL, so the +/- 20% RPD
requirements do not apply.

NH4 - The hold time(s) for this analysis was met. A Laboratory Control Sample, Matrix Spike
and Matrix Spiked Duplicate were analyzed with each delivery group per the GPP Letter of
Instruction. See page(s) 2-18 for QC details. Analytical Note: Ammonium-N was detected, the
concentration is less than that of the lowest calibration level. Ammonium-N result is also an
estimate due to potential matrix interference. Three separate matrix spikes were prepared and
analyzed with consistently low results. Also while ammonium-N was detected in the sample it
was not detected in the duplicate. Another aliquot was prepared and analyzed. Ammonium-N
was not detected in this sample either. As the first ammonium-N results is <loX the MDL, the
+/- 20% RPD does not apply.

Percent Solids - Semi-VOA's and WTPH-D analytical results were corrected for percent solids.
All other analytical results were reported for the sample as received.

CN - The hold time(s) for this analysis was met. A Laboratory Control Sample, Matrix Spike
and Matrix Spiked Duplicate were analyzed with each delivery group per the GPP Letter of
Instruction. See page(s) 2-14 for QC details. Analytical Note: The LCS was high at 116.9%
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(limit is 115%), but concentration is below lowest calibration level. All other QC was within
limits.

RadChem - There are no hold times associated with these WDOE accredited methods. A
Laboratory Control Sample and Duplicate were analyzed with each delivery group per the GPP
Letter of Instruction. See page(s) 2-17, 2-24, 2-25, 2-26, and 2-27 for QC details. Analytical
Note: The Sample and Duplicate for Am-241 have poor RPD, but activity is below detection
level. The Np LCS recovery is low at 49.4%. This is attributed to a slight excess of ascorbic acid
which can occur in the LCS due to low iron levels and which causes retention of Np during
separation. This effect did not occur with the samples as evidenced by the spike recoveries (A
spike was added to the MS and MSD with recoveries of 82.7% and 93.1% respectively, limits
for the spike are 75-125%.). All other QC was acceptable (the Duplicate RPD was high, but
sample activity is below detection level) therefore no flags will be issued for Np. See page(s) 3-
3, 3-4 and 3-5 for more detailed information on the Np issue.

Radiochemical Tracer Percent Recovery

Sample Number Isotope Blank LCS Sample Duplicate
B183P2 U 80.31% 4.55% 88.36% 101163%

Pu 18.89% 32.45% 86.82% 81.17%/
Am 81.37% 63.17% 94.89% 73.85%

This Summary Report is in compliance with the SOW, both technically and for completeness.
Release of the data contained in this hard copy report has been authorized by the WSCF
Laborato Aditical Manager and Client Services, as verified by the following signature.

Troy bale
WSCF Production Control

Abbreviations
Hg - mercury Am - americium
IC - ion chromatography Cm - curium
ICP - inductively coupled plasma Pu - plutonium
ICP/AES - ICP/atomic emission spectroscopy Np - neptunium
ICP/MS - ICP/mass spectrometry GEA - gamma energy analysis
Total U - total uranium H3 - Tritium
AT/TB - total alphaltotal beta Sr - Strontium 89, 90
AEA - Alpha Energy Analysis WTPH-D - Total Hydrocarbons-Diesel
WTPH-G - Total Hydrocarbons-Gasoline TSS - Total Suspended Solids
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WSCF
ANALYTICAL RESULTS REPORT

for

Ground Water Protection Program

Richland, WA 99352

Attention: Steve Trent

Analytical:

Client Services:

All results are reported on an "as received" basis unless otherwise noted in the comment section,

Confidentiality Notice: The information contained in this report is privileged and confidential information Intended only for the use of the addressee. l the reader of this report is not the intended
recipient, or the employee or agent responsible to deliver it to the intended recipient, you are hereby notified that any dissemination, distribution or copying of this communication is strictly
prohibited. If you have received this communication in error, please notify us immediately by telephone at I6091 373-7020.

Contract#: FH-EIS-2003-MEM-001
Report#: WSCF20031727
Report Date: 22-jan-2004
Report WGPP/ver. I
Ground Water Protection Program Page 1



WSCF
ANALYTICAL RESULTS REPORT

EM

Attention: Steve Trent Group #: WSCF20031727
Project: F03-020: F03-020

WSCF
Sample # Client ID CAS # Test Performed Matrix Method RQ Result Unit DF MDL Analyze Sample Receive

Organic
W030001235 B183P2 OPP TRENT 100-02-7 4-Nitrophenol SOIL LA-523-456 U < 660 ug/kg 1.00 6.6e +02 01/13/04 12/31/03 12/31/03
W0300O1235 gi83P2 aPP TRENT 166-46-7 1,4-Dichlorobenzene SOIL LA-523-456 U < 32O ug/kg 1.00 3,2e+62 01/13/04 12/31/03 12/31/O3
W030001236 8183P2 aPP TRENT 108-95-2 Phenol SOIL LA-623-456 U < 100 ug/kg 1.00 1.Oo+02 01/13/04 12131/03 12/31/03
W030001235 1 83P2 GPP TRENT 120-81-1 1, 4-Triohiorobenzoe SOIL LA-623-456 U . 300 ug/kg 1.00 .00|+02 01/13/04 12/31/03 12/31/03
W030001236 B183P2 aPP TRENT 121-14-2 2,4-Dinitrotoluene SOIL LA-623-456 U < 68.0 ug/kg 1.00 68 01/13/04 12/31/03 12/31103
W030001235 BIS3P2 GPP TRENT 1'29100-0 Pyrene .SOIL. LA-523-456 Li 6.0 iug/kg 1.00 68 01/1/04. 12/31/O 12/21403
W030001236 183P2 . GPP TRENT 59-50-7 4-Chloro-3-methylphenol SOIL LA-523-456 U < 68.0 ug/kg 1.00 68 01/13/04 12/31/03 12131/03
W030001236 e1831P GPP TRENT 621-64-7 N-Nitrosodi-n diptopylamine SOIL LA-523456 1) < 69.0 ut/kg 1;00 68 o1/lai4 12/31/03 1j3/03
W030001235 B183P2 app TRENT 83-32-9 Acenaphthene SOIL LA-623-456 U < 68.0 ug/kg 1.00 68 01/13/04 12/31/03 12/31/03
W00001235 B183P2 aPP TRENT 87-86-5 . pentachlorophenol SOIL LA523-456 U < 300 . 1.00 3.0a+02 01/13/04 12/0103 12/31/03
W030001235 B183P2 GPP TRENT 96-57-8 2-Chlorophenol SOIL LA-523-456 U < 1SO ug/kg 1.00 I.Ba+02 01/13/04 12/31/031 12/31/03
WO300ll 5 8183P2 GPP TRENT 126-73-8 Tribty phosphate SOIL LA623-456. U . 36&0 cg/k 1.0 .O 0/13/04:12/1031o 12/31/0S
W030001235 6183P2 GPP TRENT TPHDIESEL Total Pet. Hydrocarbons Diesel SOIL NWTPH U < 3.80e +03 ug/kg 1.00 3.8e+03 01/13/04 12/31/O3 12/31103
W030001235 B1P8 GP TRENT TPHKIEROSENE Kerosene. SOIL NWTH U 3 +03 ug/kg 1.00 3803 01/13/64 12131/03 12/31/03

MDL=Minimum Detection Limit B - The analyte < the RDL but > = the IDL/MDL (inorganic) E - Analyte is an estimate, has potentially larger errors
RQ=Resukt Qualifier U - Analyzed for but not detected above limiting criteria.

DF=Dilution Factor
* - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols

Report WGPP/ver. 1
Ground Water Protection Program Page 2



enWSCF
ANALYTICAL RESULTS REPORT

Attention: Steve Trent Group #: WSCF20031727
Project: F03-020: F03-020

WSCF
Sample # Client ID CAS # Test Performed Matrix Method RQ Result Unit DF MDL AnalyzeSample Receive

Inorganic
W030001235 B183P2 aPP TRENT 57-12-6 Cyanide SOIL LA-695-402 U < 0.200 mg/kg 1.00 0.20 01/12/04 12/31/03 12/31/03
wo30061235 B183 2 GP.P TRENT NH4-N Nitrogen in ammonium SOIL - LA-603-401 BE 0.322 mng/kg 50.00 0.20 61/12/04 12/ 1/03 12/31/03

W030001235 B183P2 GPP TRENT TS Total solids SOIL (A-519-412 98,7 % 1.00 0.0 01/08/04 12/31/03 12/31/03
W030001236 B183P2 GPP TRENT PH pH Measurement SOIL LA-212-411 9-07 pjH 1,00 0.010 01/08/04 12/31/OS 12/.1-03

W030001235 B183P2 GPP TRENT 16984-48-8 Fluoride SOIL LA-533-410 U < 1.15 mg/kg 60.00 1.2 01/12/04 12/31/03 12/31/03

W030001235 . B183P2 GPP TRENT 16887-00-6 Chloride . SOIL LA-533-410 B .301 mig/kg 6.060 2.6. 01/12/04 12/31/03 12/31/03

W030001235 1183P2 GPP TRENT N02-N Nitrogen in Nitrite SOIL LA-533-410 U < 0,950 mg/kg 60.00 0.95 01/12/04 12/31/03 12/31/03

WO300012136 8183P2 GPP TRENT N03-N Nltrogen in Nitrate.. SOIL LA-533-410 U. < 0.650 mg/kg 50.00 0.65 01/12/04 12/31/O 12/31/03
W030001235 8183P2 GPP TRENT 14265-44-2 Phosphate SOIL LA-633-410 U < 2.70 mg/kg 50.00 2.7 01/12/04 12/31/03 12/31/03

W0001235 183P2 GPP TRENT 14808-79-S Sulfate SOIL LA-33-410o B 14.8 mg/kg 50,00 5.0 01/12/04. 12/M1/0 2m1/03
W030001235 B183P2 GPP TRENT 7440-43-9 Cadmium SOIL LA-505-412 U < 0.9568 mg/kg 9.68 0.96 01/10/04 12/31/03 12/31/03
W630001235 8183P2 GPP TRENT 7440-41-3 Chromiu *$!L -5057412 EU 287 mg/kg 9.$8 2.9 01/10/04 12/31/03 12 /3103
W030001235 B183P2 GPP TRENT 7440-50-8 Copper SOIL LA-605-412 9.72 mg/kg 9.68 4.8 01/10/04 12/31/03 12/31/03

W630001235 Biss2 GPP TRENT. 7439-92-1 Load SOIL LA.50B.412:< . < 11.5 mg/kg 9.58 12 01)10/04 1 3 ic 12/31/O3

W030001235 B183P2 GPP TRENT 7440-02-0 Nickel SOIL LA-505-412 17.8 mg/kg 9.58 4.8 01/10/04 12/31/03 12131/03

W030001235 Bfl3P2 GPP TRENT 7440-22-4 Silver SOIL LA-506-412 0 < 1A 2 mg/kg 9.55 AS 01/10/04 12/A 03 12/31/03

W030001235 8183P2 aPP TRENT 7440-61-1 Uranium SOIL LA-505-412 U < 0.968 mg/kg 9.58 0.96 01/10/04 12/31/03 12/31/03

W080001235 B153P2 aPP TRENT 709-97-6 Mercury SOIL LA-05-412 U , 0.96 ikg 98 06 01/10/04 12/31/63 12/1/03

AMDL=Minimum Detection Limit B - The analyte < the HDL but > = the IiL/ML (inorganic) E - Analyte is an estimate, has potentially larger errors

RQ=Result Qualifier U - Analyzed for but not detected above limiting criteria.

DF=Dilution Factor
* - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols

Report WGPP/ver. /
Ground Water Protection Program Page 3



WSCF
ANALYTICAL RESULTS REPORT

Attention: Steve Trent Group #: WSCF20031727
Project: F03-020: P03-020

wSCF
Sample # Client ID CAS # Test Performed Matrix Method RQ Result Unit DF MDL Analyze Sample Receive

Radiochemistry
W030001235 B183P2 aPP TRENT 13994-20-2 Neptunium-237 SOIL LA-508-471 U 0.0120 pCi/g 1.00 3.9e.03 01/16/04 12/31/03 12/31/03

W0000123& B113P2 OP TRENT F.,T,C Np-237 by AEA Total Ctng Error SOIL LA-508-471 +- 0.012 pCi/g 1,00 0,0 01/16/04 12131103 12/31/03

W030001236 B183P2 GPP TRENT 14506-10-2 Americlum-241 SOIL LA-608-471 0.0190 pCi/g 1.00 4.4e-03 01/19/04 12/31/03 12131/03
W030001235 B183P2 GPP TRENT ETc Arn-241 by AEA Total Crtg Error SOIL LA-508-471 +- 0.011 pCi/g 1.00 .0.0 01/16/04 12/31/03 12/31/03
W030001235 B183P2 GPP TRENT 14234-35-6 Antimony-125 SOIL LA-508-462 U 0.0264 pCi/g 1.00 0.035 01/09/04 12/31/03 12/31/03
W030001235 B183P2 GPP TRENT ET.C Sb-1.25 R.. Count Error (GEA) SOIL LA-508-462 0.021 pCi/g 1.00 0.0 01/09/04{ 12/si/O 1231/03

W030001235 B183P2 GPP TRENT 10198-40-0 Cobalt-60 SOIL LA-508-462 U .5.71a-03 pCi/g 1.00 0.011 01/09/04 12/31/03 12/31/03
W030001235 -1S3P2 GPP TRENT ET,C Co-6R-ei. Count Erro (GEA) SOIL LA-509-462 + G1a-OS pCi/g 1o00 - 0.0 01/09/04 12/31/03 12/31/63
W030001235 1183P2 GPP TRENT 13967-70-9 Cesium-134 SOIL LA-508-462 U 0.0388 pCi/g 1.00 0,040 01/09/04 12(31/03 12/31/03

Wo36001235 E183P2 GPP TRENT ETC Cs, 134 Rel. Count Error IGEA) SOIL LA-508-462 + - 0.016 pC 1.00 - .0 0/004 1/31/03 12/31/O3

W030001235 8183P2 GPP TRENT 10045-97-3 Cesium-137 SOIL LA-508-462 U -6.07e-03 pCi/g 1.00 0.013 01/09/04 12/31/03 12/31/03
W o03000123 BIS3P2 QPP TRENT E ,TC 6-137 Pel. Count Error GEA) SOIL LA-608-462 + .6e-03 pci/g t00. 0.0 01/0904 12/31/OS 1231/03

W030001236 8193P2 GPP TRENT 14683-23-9 Europium-162 SOIL LA-508-462 U 6.67e-03 pCi/g 1.00 0.037 01/09/04 12/31/03 12/31/03

WO30001235 8193P2 GP TRENT ETC Eu-152 H1al. Count Error (GVA) SOIL LA-508-462 0.042. pCifg 1,00 0, 0 I/0)O4 12/3l/03 12/5 103:

W030001235 B183P2 GPP TRENT 15585-10-1 Europium-154 SOIL LA-508-462 U -0.0150 pCl/g 1.00 0.038 01/09/04 12/3t/03 12/31/03

WO3QOoI 235 1.83P2 GPP TRENT FT.C Eu-154 Re. Count Error (GEAY SOIL LA-508-462 0.023 pCi/g - 1.00 0. 01/09/04 .fl'o 12/1303

W030001235 8183P2 GPP TRENT 14391-16.3 Europlum-15 SOIL LA-508-462 U -9.32e-03 pCi/g 1.00 0.065 01/09/04 12/31/03 12/31)03

W030001235 8183P2 GPP TRENT S,T C Eu- 55 Ral. Count Error (GEAI SOIL LA-508-462 0.039 pCi/g 100 0 -01/09/04 12/3103 12/31/0.3

W030001235 B183P2 app TRENT 15832-50-5 Tin-1 26 SOIL LA-b08-462 U 0.358 pCi/g 1.00 0.40 01/09/04 12/31/03 12/31/03

WO30001235 B183P2 GOP T.RENt F.T;C Sr-1 26 El. Count Error (GE.) SOIL LA-508462 075 pCi/g 1.00. 0.0 01/09/64 12/31/0$ 12/31/03

W030001235 8183P2 GPP TRENT 13981-16-3 Plutonium-238 SOIL LA-508-471 U -0,0220 pCi/g 1.00 0.052 01/19/04 12/31/03 12/31/03

WO0001235 B183P2 aPP TRENT E T.C - Pu-.38 by AEA Total Crtg Error SOL4- LA-50$-471 +- 0.026 p/og 100 00 01/19/04 12/31/03 1231/03

W030001235 B183P2 aPP TRENT PU-239/240 Pu-239/240 by A EA SOIL LA-508-471 U 5.80e-03 pCi/g 1.00 0.014 01/19/04 12/31/03 12/31/03

WOO001 235 1183P2 Gpp TRENT E T C Pu-239/240 AEA Total Cntg Err SOIL LA-508-471. 4;- Be-O . pCi/g 1.00 0.0 . 01/19/04 12/31/03 12/31/3

WO30001235 B193P2 GPP TRENT U-233/234 Uranium-233/234 SOIL LA-608-471 0.120 pCilg 1.00 0.016 01/2004 12/31/03 12/31/03

W030001235 8183P2 GP : TRENT ETC . LYZ3/2SAEA Total Ontq Error SOIL LAOQ/i:71 + 0.643 pCi/ . 1.00 0,0 01/0/04 12/31/03 12/31/03

MDL=Minimum Detection Limit B - The analyte < the ROL but > the IDL/MDL lInorganio) E - Analyte is an estimate, has potentially larger errors

RQ=Result Qualifier U - Analyzed for but not detected above limiting criteria,

DF=Dilution Factor
* - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols

Report WGPP/ver. 1
Ground Water Protection Program Page 4
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WSCF
ANALYTICAL RESULTS REPORT

In

Attention: Steve Trent Group #: WSCF20031727
Project: F03-020: F03-020

WSCF
Sample # Client lID CAS # Test Performed Matrix Method RQ Result Unit DF MDL Analyze Sample Receivi
W030001235 B183P2 GPP TRENT 15117-96-1 Urani.um-235 SOIL LA-600-471 0.500-03 pCi/g 1.00 .e-03 01/20/04 12/31/03. 1.2/31/03
W030001235 B183P2 GPP TRENT E,T,C U-235 by AEA Total Cntg Error SOIL LA-508-471 +- 8.8e-03 pCi/g 1.00 0.0 01/20/04 12/31/03 12/31/03
W030001.235 81a.3P2 GPP TRENT .- U'238 .lranium-238 SOIL LA-508-471 0.130 pCI/g 1.00 4.7e-03 01/20/04 12/31/03 12/31/03
W030001235 B183P2 GPP TRENT E,TC U-238 by AEA Total Cntg Error SOIL LA-608-471 +- 0.044 pCI/q 1.00 0.10 01/20104 12/31/03 12/31/03

MDL=Minimum Detection Limit
RQ=Result Qualifier

8 - The analyte < the ROL but > m the IDL/MDL (inorganic)
U - Analyzed for but not detected above limiting criteria.

E - Analyte is an estimate, has potentially larger errors

DF=Dilution Factor
* - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols

Report WGPPIver. I
Ground Water Protection Program Page 5



WSCF
ANALYTICAL COMMENT REPORT

Attention: Steve Trent Group #: WSCF20031727
Project Number F03-020

Sample # Client ID Lab Area Test Comment

VALGROUP Ammonia: Three matrix spikes prepared and analyzed with

consistentlydlowresults indicat ing a potehtialtnatrx

interference. -wb
-onnents ubmitted to T.Da. ga-,

VALGROUP - Group Validation
LOGSAMP - Login for Sample

VALTEST - Test Validation
LOGTEST - Login for Tests

TESTDATA - Test Data Entry

This report may not be reproduced, except in its entirety without the written approval of the WSCF Laboratory.

wgppcIO Report#: WSCF20031 727 Report Date: 27-jan-2004

Lab Areas:

T
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WSCF
TENTATIVELY IDENTIFIED PEAK REPORT

N

Attention: Steve Trent Group #: WSCF20031727
Project Number F03-020 :F03-020

Sample # Client lID Test Name Peak Name CAS# RT RQ Result Units

W030001235 I183P2 GPP TRENT Gamma Energy Analysis-grd H20 BA-133 0.048 pCi/g
WOSOQl B2183P2 TRENT Gamma Energy Analysis-grd H20 - U-235 0.07.9 pCi/g
W030001235 B183P2 GPP TRENT Gamma Energy Analysis-grd H20 AM-241 0.18 pCilg
W03000135 9183P2 GPP TRENT: Gamma Energy AaIlysisa-grd 1120 TL-208 - 0.19 pCo/g.
WO30001236 1 83P2 GPP TRENT Gamma Energy Analysis-grd H20 B1-212 0.45 pCI/g
W030001235 Blg3P2 aPP. TRENT . Gamma Energy Analysis-grAd. 120 BI-214 0.46-
W030001235 R183P2 GPP TRENT Gamma Energy Analysis-grd 020 RA-226 0,46 pCi/g
W030001235 183P2 GPP TRENT . m Enr A1 PB-21:4 1 0 P
W030001235 B183P2 GPP TRENT Gamma Energy Analysis-grd H20 AC-228 0.60 pCi/g
W000125 8183P2 GPP +RENT demsna Enry Analysis-4d 'H20 . -228 00 pulg
W030001235 8183P2 GPP TRENT Gamma Energy Analysis-grd H20 P1-212 66 pCi/g
W03001.235 *8tSg2 aPP TRENT Gamrma Ene gy Anaysis-grd.120 Pa-214 Count rror -11

W030001235 B183P2 GPP TRENT Gamma Energy Analysis-grd H20 TL-208 Count Error 14 %
Wo0so0ii R1832 GPP TRENT GammaEnnerynalnysId6rd H0 g812214 C1ount.Erro 1v
W030001235 B183P2 GPP TRENT Gamma Energy Analysis-grd H20 8A-226 Count Error 15 %
W0 001235 9183P2 GPP TRENT Gamma, Energy Anal ysis grd20 AC-2S Count Etor -5 *
WO30001235 B1 83P2 GPP TRENT Gamma Energy Analysis grd H20 RA-228 Count Error 15
WaOMO3IgaS B183P2 GPP TRENT Gamma Energy An ayaisajr HI2 K40 - 17 Wig
W030001235 B183P2 GPP TRENT Gamma Energy Analysis-grd H20 BA-133 Count Error 25 %
W030001235 B18'2 GPP RENT Gamma Energ ysia-g 12 8-212ountEror -.

W030001236 B183P2 GPP TRENT Gamma Energy Analysis-grd H20 U-235 Count Error 31 %
wWaoQ1l25 h1P2 GPP TENT Gamma EnergyAnalysis-grd H20 AM-241 Count Error - . 46 9
W030001235 81 83P2- GPP TRENT Gamma Energy Analysis-grd H20 K-40 Count Error 9.0 %
W06001 235 8183P2 GpP TRENT - Gamhma EnergI Anaysia-rd H20 ..- 212 Count Error - %.

RQ =Result Qualifier

This report may not be reproduced, except in its entirety without the written approval of the WSCF Laboratory.

Ground Water Protection Program
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WSCF
METHOD REFERENCES REPORT

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of
the regulatory or industry methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or
industry method is listed here even though the WSCF procedure may reference an older version of the method. Also, a reference to a regulatory or industry
method here does not necessarily indicate a verbatim implementation of that method.

LA-212-411 Determination of Soil pH Measurement
EPA SW-846 9045C SOIL AND WASTE pH

LA-503-401 LA-503-401: ANALYSIS OF CATIONS BY ION CHROMATOGRAPHY
EPA-600/4-86-024 300.7 Dissolved Sodium, Ammonium, Potassium, and Calcium in Wet Deposition by Chemical

LA-505-412 LA-505-412: DETERMINATION OF TRACE ELEMENTS IN WATERS AND WASTES BY INDUCTIVELY
EPA-600/R-94-111 200.8 DETERMINATION OF TRACE ELEMENTS IN WATERS AND WASTES BY INDUCTIVELY COUPLED PLAS

LA-508-462 Gamma Energy Analysis -- the Genie System -- WSCF
None No reference to any industry method.

LA-508-471 LA-508-471: ALPHA ENERGY ANALYZER DATA ACQUISITION AND SYSTEM CHECKOUT USING ALP
None No reference to any industry method.

LA-519-412 LA-519-412: TOTAL RESIDUE/% SOLIDS DRIED AT 103 - 105 C
EPA-600/4-79-020 160.3 RESIDUE, TOTAL
Standard Methods 2540B Total Solids Dried at 103-105 C

LA-523-456 LA-523-456: SEMIVOLATILE SAMPLE ANALYSIS BY SW-846, METHOD 8270C
EPA SW-846 8000B DETERMINATIVE CHROMATOGRAPHIC SEPARATIONS
EPA SW-846 8270C SEMIVOLATILE ORGANIC COMPOUNDS BY GAS CHROMATOGRAPHY/MASS SPECTROMETRY (GC/MS)

LA-533-410 LA-533-410: ANION ANALYSIS BY ION CHROMATOGRAPHY
EPA-60/R-941 300 - DETERMINATION OF INORGANIC ANIONS BY ION CHROMATOGRAPHY

Note: A complete list of WSCF analytical procedures and referenced regulatory or industry methods is available online at
\\ap006\aspdocs\WSCF\Sample Mgmt\ProcedureMethodCrossReference.pdf. This document includes on-line
links to full-text versions of the procedures and methods, where available.

Report Date: 27-jan-2004

Report# WSCF20031727
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WSCF
METHOD REFERENCES REPORT

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of
the regulatory or industry methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or
industry method is listed here even though the WSCF procedure may reference an older version of the method. Also, a reference to a regulatory or industry
method here does not necessarily indicate a verbatim implementation of that method.

LA-695-402

NWTPH

LA-695-402: DETERMINATION OF CYANIDE BY MIDIDISTILLATION AND SPECTROPHOTOMETRIC
EPA-600/4-79-020 335.2 Cyanide, Total

NWTPH-Diesel and/or Gasoline
WDOE NWTPH-Dx/Gx Total Petroleum Hydrocarbons - Diesel/Gasoline

Note: A complete list of WSCF analytical procedures and referenced regulatory or industry methods is available online at
\\ap006\aspdocs\WSCF\Sample Mgmt\ProcedureMethodCrossReference.pdf. This document includes on-line
links to full-text versions of the procedures and methods, where available,

Report Date: 27-jar-2004

Report#: WSCF20031727
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wl3qlog v1 27-jan-2004 14:32:28

W13q Worklist/Batch/QC Report for Group# WSCF20031727

WL# S# Batch QC# Tray Type Sampi e# Test

21189 1 21562
21189 2 21562
21189 4 21562
21189 5 21562
21189 16 21562

21208
21208
21208
21208
21208
21208
21208

21228
21228
21228
21228
21228

1
2
3
4

3
5
6
7
4

21581
21581
21581
21581
21581
21581
21581

21538
21538
21538
21538

21601
21601
21601
21601
21601

24533
24533
24533
24533
24533

24567
24567
24567
24567
24567
24567
24567
24567
24567

24569
24569
24569
24569
24569
24569
24569

24578
24578
24578
24578

24581
24581
24581
24581
24581

24588
24588
24588
24588
24588
24588
24588

24592
24592
24592
24592
24592
24592
24592

SAMPLE
SAMPLE

BLANK
LCS
MS
MSD
SAMPLE

BLANK
BLNK-PREP
DUP
LCS
LCS-2
MS
MSD
SPK-RPD
SAMPLE

BLANK
BLANK
LCS
DUP
MS
MSD
SAMPLE

BLANK
LCS
DUP
SAMPLE

LCS
DUP
MS
MSD
SAMPLE

BLANK
LCS
MS
MSD
SPK-RPD
SAMPLE
SURR

BLANK
LCS
MS
MSD
SPK-RPD
SAMPLE
SURR

W030001235
W030001235

W030001150
W030001150
W030001235

W030001229
W030001229
W030001229
W030001235

W030001235
W030001235
W030001235
W030001235

W030001235
W030001235

W030001235
W030001235
W030001235
W030001235

W030001229
W030001229
W030001229
W030001235
W030001235

W030001229
W030001229
W030001229
W030001235
W030001235

Percent Solids
pH Soil and Waste Measurement

ICP-2008 MS All possible metal
ICP-2008 MS All possible metal
ICP-2008 MS All possible metal
ICP-2008 MS All possible metal
ICP-2008 MS All possible metal

Cyanide by Midi/Spectrophotom
Cyanide by Midi/Spectrophotom
Cyanide by Midi/Spectrophotom
Cyanide by Midi/Spectrophotom
Cyanide by Midi/Spectrophotom
Cyanide by Midi/Spectrophtom
Cyanide by Midi/Spectrophotom
Cyanide by Midi/Spectrophotom
Cyanide by Midi/Spectrophotom

Anions by Ion Chromatography
Anions by Ion Chromatography
Anions by Ion Chromatography
Anions by Ion Chromatography
Anions by Ion Chromatography
Anions by Ion Chromatography
Anions by Ion Chromatography

Gamma Energy Analysis-grd'H20
Gamma Energy Analysis-grd!H20
Gamma Energy Analysis-grd'H20
Gamma Energy Analysis-grd!H20

Ammonia (N)
Ammonia (N)
Ammonia (N)
Ammonia (N)
Ammonia (N)

by IC
by IC
by IC
by IC
by IC

WTPH-D TPH Diesel
WTPH-D TPH Diesel
WTPH-D TPH Diesel
WTPH-D TPH Diesel
WTPH-D TPH Diesel
WTPH-D TPH Diesel
WTPH-D TPH Diesel

Range
Range
Range
Range
Range
Range
Range

(Wa)
(Wa)
(Wa)
(Wa)
(Wa)
(Wa)
(Wa)

SW-846 8270B Semi-Vols
SW-846 8270B Semi-Vols
SW-846 8270B Semi-Vols
SW-846 8270B Semi-Vols
SW-846 8270B Semi-Vols
SW-846 8270B Semi-Vols
SW-846 8270B Semi-Vols

2-10



21222
21222
21222
21222

21270
21270
21270
21270

21271
21271
21271
21271

21272
21272
21272
21272

21595 24628
21595 24628
21595 24628
21595 24628

21644 24659
21644 24659
21644 24659
21644 24659

21643 24661
21643 24661
21643 24661
21643 24661

21642 24697
21642 24697
21642 24697
21642 24697

BLANK
LCS
DUP
SAMPLE

BLANK
LCS
DUP
SAMPLE

BLANK
LCS
DUP
SAMPLE

BLANK
LCS
DUP
SAMPLE

W030001235
W030001235

W030001235
W030001235

W030001235
W030001235

W030001235
W030001235

& Neptunium by AEA
& Neptunium by AEA
& Neptunium by AEA
& Neptunium by AEA

Americium by AEA
Americium by AEA
Americium by AEA
Americium by AEA

Plutonium Isotopics by AEA
Plutonium Isotopics by AEA
Plutonium Isotopics by AEA
Plutonium Isotopics by AEA

Uranium Isotopics by AEA
Uranium Isotopics.by AEA
Uranium Isotopics by AEA
Uranium Isotopics by AEA
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MWSCF ANALYTICAL LABORATORY QC REPORT

SDG Number: WSCF20031727 SAF Number: F03-020
Matrix: SOLID Sample Date: 12/11/03
Test: ICP-2008 MS All possible metal Receive Date:12/11/03

QC Analysis Lower Upper
Type Analyte CAS # QC Found QC Yield Units Date Limit Limit RQ

Lab ID: W030001150
BATCH QC ASSOCIATED WITH SAMPLE

- 440-2-4 332.7

7440-43-9 406.2

7446-47-3 .353. -

7440-50-8 392.37

-7439.97-P 2.40:

7440-02-0 394,7
74S992- 3

7440-61-1 381.95

744 -22 -4

7440-43-9 420.9

7440-50-8 393.27

7440-02-0 395.3

7449-6-1 42.
7440-61-.1 390.55

744-22-4

7440-43-9

7440-47-3

7440-50-8

74390-0
7440-02-0

<0.2
<0.1

<0,3
<0.5

0.15
<0.5

743992-1 < '12

7440-61-1 <0.1

83.175 %ReCv 01/1/04

101.650 % Recov 01/10/04
0SO45. - Ac 01/10/04
98.093 % Recov 01/10/04
112.460 %Rooo j01/10/04

98.675 % Recov 01/10/04
98.025 -16Rev 01/10/4
95.487 % Recov 01/10/04

1.7.00 %R6 pv 01/1010/d4,
105.225 % Recov 01/10/04

o .% Re 01110/04
98.317 %Recov 01/10/04

114.0U0 %- acov 01/10/04
98.825 % Recov 01/10/04
100,00 % Rec .. 01/10/04
97.638 % Recov 01/10/04

.n/a ogL 1 01/10/04
n/a ug/L 01/10/04

na . ug/L 01/10/04
n/a ug/L 01/10/04

0.160 o/L 01/10/04
n/a ugIL 01/10/04

n/a ug/L .01/10/04

n/a ug/L 01/10/04

701000 136.000
70.000 130.000
70 .000 130.000

70.000 130.000

70,000... 130.000

70,000 130.000

70,000 1i. oo
70.000 130.000

70;000 130.000
70.000 130.000

7o.000 1300000
70.000 130.000
70,0 . . :13f0.0

70.000 130.000

70.000 130.000
70.000 130.000

-0,40 0.440
-0.220 0.220

-0.660 . 0.660
-1.100 1.100

.20.220

-1.100 1.100
-2.640 . 2.640

-0.220 0.220

Report w13gq/rev.5.3 p
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w-
MS

.MS -

MS

MIS

MS

ms

Silv -

Cadmium

Chromnium -

Copper

Mercury

Nickel

Lead
Uranium

.5f-ve-

Cadmium
Chronium

Copper

Mercury

Nickel

Lead

Uranium

BATCH
BL:ANK
BLANK

BLANK

BLANK
BLA NK

BLANK

BLANK

BLANK

QC
Silver

Cadmium

Cromium.

Copper

Mercury
Nickel

Lead

Uranium

U

U
U

U

U
U

I



-nWSCF ANALYTICAL LABORATORY QC REPORT

SDG Number: WSCF20031727
Matrix: SOLID
Test: ICP-2008 MS All possible metal

Analysis Lower

SAF Number: F03-020
Sample Date:
Receive Date:

Upper
Type Analyte CAS # QC Found QC Yield Units Date Limit Limit RQ
L7S 744022-4 1894 159.16o - R1--10 0 1 800... I.....11000
LCS Cadmium 7440-43-9 83.71 122026 % .cov 01-10/04 86.000 115.000

L OS hrnum 7440-4/-3 . 59,94 6949$ % eoc'v 01.1 oi04 'o 1.1 5.000 F
LCS Copper 440-608 139.2 109.606 Recov 01/10/04 85,000 115.000

LCS Me399/-6 1 27 1:6393 %jkanov 01/10/04 85.000 116.000

.CS Nickel 7440-02-0 98.39 117.691 Recov 01/10/04 85.000 115.000

LC, Lead 7439-92-1 1 0/. 113.439 V 6 RecoQ ol 110Io ',0094 1.

I.CS Uranium 7440-61-1 402.2 100.550 Recov 01,10/04 85.000 115.000

Report w13gq/rev.5.3 p 2
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WSCF ANALYTICAL LABORATORY QC REPORT 4.
I-

SDG Number: WSCF20031727 SAF Number: F03-020
Matrix: SOLID Sample Date: 12/30/03
Test: Cyanide by Midi/Spectrophotom Receive Date:12/30/03

QC Analysis Lower Upper
Type Analyte CAS # QC Found QC Yield Units Date Limit Limit RQ

W030001229
QC ASSOCIATED WITH SAMPLE
Cyanide by Midi/Spectrophotom 57-1 2-

Cyanide by MId/Spectrophotom 57-12-5
Cyanide by Midi/spectrophotor 57-1-5-

QC
Cyanide by Midl/Spectrophotom

Cyanide by Mjdi/SpectophtOmrn

Cyanide by Midi/Spectrophotom

Cyiide by Mkd/Secftophotom

Cyanide by Midi/Spectrophotom

57-12-5

67-1.2-5

67.-12-5
57-1 2

57-12-5

104.6

89.0

8.000

104400

89.000

16116

<1 n/a

n1 - /a

n/a n/a

n/a n/a

R Repov
% Recov

R P

ug/L

RPD

Recov

% Recov

01/.1.2/04*

01/12/04

01/1 2/04

01/12/04

01/12/04
01/1/04

.01/12/04

75.000

75.000

0.000

125-000

125.000

20.090:

-4,000 4.000 U

-4.000 4000 . 0

0.000 20.000

86.000 1 1rB5000
85.000 115,000

Repnrtwl3gq/rev.G.3 P 3
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Lab ID:
BATCH
MS
MSD

sPK-nPD

BATCH
BLANK

COUP

LCS-2



WSCF ANALYTICAL LABORATORY QC REPORT

SDG Number: WSCF20031727 SAF Number: F03-020
Matrix: SOLID Sample Date: 12/31/03
Test: Anions by Ion Chromatography Receive Date: 12/31/03

QC Analysis Lower Upper
Type Analyte CAS # QC Found QC Yield Units Date Limit Limit RQ

Lab ID: W030001235
BATCH QC ASSOCIATED WITH SAMPLE

choieWe70v 53+0lp92 RO . 011/4 * 0,000 *.20-000

D.Up Fluoride 16984-48-8 <1.130 n/a RPD 01/12/04 0.000 20.000

4:110 Nitrn ie Nifut N-N , 9.3161 n..a RPD 01 1 2/01 0.000 2 0,000 W

DIUP Nitrogen in Nitrate N0-N 1.09e+00 n/ a RPD 01/12/04 0.000 20.000
os Phbphato 147015442 2. QO0 ra RPD 01/12/04 f.000 20,000

DUP Sulfate 14808-79-8 1.21e+01 20.074 RPD 01/12/04 0.000 20.000
MS Chlonde. . 1 8700-6 9.456o-0 94.500 - Beeov 01:12/04 .Th0 126.000

MS Fluoride 16984-48-8 4.70e-01 95.142 % Recov 01/12/04 75.000 125.000
Ms Nitioogon In Nitite N02;N 4-130o 6 . / 4)sO . e0+ 01215.04 7$.000 126.000

MS Nitrogen in Nitrate NO3-N 4.46e-1 97.561 9 Recov 01/12/04 *b.000 1 5.000
. . Phosphate..4Zb44>2 7,:4&01 . 75 7438. Bf R ,ov 01 1204 75B000 125,000

MS Sulfate 14808-79-8 1.84e+00 92.000 % R.eov 01/1 2/04 75.000 125.000
MSQ . .Chlaide 118,7 00 9 7 e 01 D7.00, 5? .8Raov d il 2/04: /15p xv . 1000

MSD Fluoride 16984-48-8 469,-01 94.939 0A Reoov 01/12/04 75.000 125.000

Mso Nitrgun iraNitrt NO2In a . /. 01 103400 . : e* v 011./04 75)6 26.b0Q0

MS D Nitrogen in Nitrate NO3-N 4.54e-01 100.665 96 Recov 01/12/04 7.000 125.000

MsW phbsphate ,14266 44K 7 /:oe 0l 01,011 Rt9ov PO O//04 .75000 .. 126.G

MSD Sulfate 14808-79-8 1.81e+00 90,600 a6 Reoov 011 2/04 75.000 126.000

BATCH QC
BLANK Chlo.doe. .G.. /-006 - 06m 01/12 04 . 6300,000 t

BLANK Chloride 16887-00-6 <5.20e-2 n/a mg/L 01/12/04 0.000 300.000 U

BLANK iogride 16984-48-8 . 2.0 2  
. n. ang / 01/ j04 .0000 300000U

BLANK Fluoride 16984-48-8 <2.30e-2 n/a ng/L 01/12/04 0.000 300.000
BLANK Nitrogen hiNitrito. N%2;N <1.-e-2 . a mL 01/12/04 . . 0 ,000 3O0-o
BLANK Nitrogen in Nitrite N02-N < 1.90e-2 n/amg/L 01/1 2/04 0.000 300.000 U

Report w13gq/rev.5.3 p 4
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WSCF ANALYTICAL LABORATORY QC REPORT

SDG Number: WSCF20031727 SAF Number: F03-020
Matrix: SOLID Sample Date:
Test: Anions by Ion Chromatography Receive Date:

QC Analysis Lower Upper
Type Analyte CAS # QC Found QC Yield Units Date Limit Limit RQ
BLANK Nitrogen in Nitrate N<3,N c.300-2 n/a ML- 01/12(04 0.000 ,00,00 U

Nitrogen in Nitrate

Phosphate

Phosphate

Sulfate

Sulfate

Chlri d.

Fluoride

Nitrogen in Nitrite

Nitrogen in Nitrate

Pho sphats

Sulfate

Report wi 3gq/rev.5.3 p 5
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BLANK
BLANK

BLANK

BLANK

BLANK

LCS

LCS

LOS
LCS

LCS

LCS

NO3-N
14265-44-2

14265-44-2

1 4808-79-8

14808-79-8

1 0S87-00-6

16984-48-8

N02-N

N03-N

.14265A4-2 .

14808-79-S

<1.30a-2

:<5.40o-

<6,40a-2

<1.00e-1

<1.00e-1

1.994:02

9.07e + 01

1.0464+02

9.13e +01

1 .$se+02

3.0e + 02

n/a

n/a
n/a
nl/a

99,500 -
91.895

104.000

101.332
99.3587

615.238

mg/L

rng/L

mg/L

mg/L

%:Recov

% Recov

wAecov
% Recov

%/oRecov

01/12/04

0112/04

01/12/04

01/12/04

01/12/04

01/12/04

01/12/04

S01/i 2/04.
01/1 2/04

01/12/04
01/12/04

*0
LI-
U-
U

U
U

0.000

*0.000
0.000

0:000

0.000
So.Qoo
80,000
80.00
80.000
*0.00.
80.000

300.000

a00.000

300.000
300.000

12o.oo0
120000
120.000

120.000
120.000 .

120,000



NWSCF ANALYTICAL LABORATORY QC REPORT

SDG Number: WSCF20031727 SAF Number: F03-020
Matrix: SOLID Sample Date: 12/31/03
Test: Gamma Energy Analysis-grd H20 Receive Date: 12/31/03

QC Analysis Lower Upper
Type Analyte CAS # QC Found QC Yield Units Date Limit Limit RQ

U7.95e-3

U2.94e-02
U6. 42e-03

U-3.14e-2
U-2.726-2

U3.93e-02

U6.440-02

n/a

n/a

n/a

n/a
n/a

n/a

n/a
n/a

RPO

RPD

RD
RPU

RPD

RPD

U-4.9-4..... n/a

U2.44e-3

U-3.15e-3

U-4.6e-8
W2.06633
01.57h-3
4.17e +03
3.68e+03

n/a

n/a

n/a

n/a

n/a

nl/a

n/a
.b9:523

102. 783

pCi/ 9

*pCi/g

pCi/gpC1/g

pc"/g

PCI/g
pCi/g

% Recov

01/09104
01/09/04

01 /0W04.

01/09/04

01/0904
01/09/04
01/09/04
01/09/04

01/13/04
01/13/04

01/13/0.4

01/13/04

I /i3/04

01/13/04

01/13/04

01/13/04

01/13/04.
01/13/04

0.000. 20.00.

0.000 20.000

01000 20.000

0.000 20.000

0.000 -20.000

0.000 20.000

0000 .2.0

0.000 20,000

-10000.;000

-10000.000

.1000.000
-10000.000
-10000.000

-10000.000,
-10000.000
-10000 .000

* 0,000
80.000

100q,000

1000.000
1000.000

1000.000

* 1000.000
1000.000

1900.000

1000.000

120,000

120.000
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Lab ID: W030001235
BATCH QC ASSOCIATED WITH SAMPLE
D.UP
DUP
DUP

DUPPlop,

flOp

DUP

DUP

- obaft-60

Cesium-I 34

Cesium-I 37

Europiurn-152

Europium-154

Europium-1 55
Antknony-l 25

Tin-126

BATCIH
BLANK

BLANK
BLANK

BLANK

PLANK

BLANK

BLANK

BLANK

LCS

10193-40-0

13967-70-9
10046-V-3
14683-23-9

*1550510-i

14391-16-3

1 24fl431-6

15832-50-5

101.8-40-0

13967-70-9
1004a-973
14683-23-9

*15iB5-10-1 -

14391-16-3
14294-36-6

15832-50-5
109740-3

1004.5-97-3

[QC
Cobntt6O
Cesium-I34

Europium-162

Europium-i155

Antimony-1 25
Tin- 126

Cobalt-60

Cesium-137



WSCF ANALYTICAL LABORATORY QC REPORT

SDG Number: WSCF20031727 SAF Number: F03-020
Matrix: SOLID Sample Date: 12/31/03
Test: Ammonia (N) by IC Receive Date: 12/31/03

QC Analysis Lower Upper
Type Analyte CAS # QC Found QC Yield Units Date Limit Limit RQ

Lab ID: W030001235
BATCH QC ASSOCIATED WITH
our Ammonia (N) by JC
MS Ammonia IN) by IC

MSD Ammonia (NJ by IC

BATCH QC
LCS Ammonia (N) by IC

SAMPLE
7664-41-7

7664-41-7

7664-41-7

7664-41-7

<1.966-1

2.26e-01

2.29e01

7.80e +01

54.854

94.660

KID

% Recov,

%.Rhoov

01/12/04

01/12/04

01/12/04:

% Recov 01/12/04

Report w13gq/rev.5.3 p 7
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00

75.000

75,00

80.000

u20.000
125.000

125.000

120.000



WSCF ANALYTICAL LABORATORY QC REPORT

SDG Number: WSCF20031727 SAF Number: F03-020
Matrix: SOLID Sample Date: 12/30/03
Test: WTPH-D TPH Diesel Range (Wa) Receive Date: 12/30/03

QC Analysis Lower Upper
Type Analyte CAS # QC Found QC Yield Units Date Limit Limit RQ

Lab ID: W3001229
BATCH QC ASSOCIATED WITH
Ms ortho-Terphenyl Surr
MS Total Pat. Hydrocarbons Diesel

SO orho-erphenyl Surr
MSD Total Pet. Hydrocarbons Diesel

tPK-RPD ortho-Thrphenyl Surr

SPK-RPD Total Pet. Hydrocarbons Diesel

SAMPLE
84-1 --1

TPHDIESEL

841 S

TPHDIESEL

TPHOIESEL

24549 96.800
126600 99.9 0
244.- 95.s60
126470 99,600
95.500 . .362
99,600 0,301

Lab ID: W030001235
BATCH QC ASSOCIATED WITH SAMPLE
SURR ortho-Terphenyl Surr 84-15-1 21152 83.400 %Hecov 01/13/04

BATCH QC
PLANK Kerosene
BLANK ortho-Terphenyl Surr
BLANK TotaPet. Hydrocarbons Dieae

LCS Kerosene

LCS - rthoTerphenyl. Surr

TORKEROSENE
84-15-1

TP-iIEStL

TPHKEROSENE

. 34-1'1

< 3800
23243

< 3800
115470

22666. -

fl/a
9 .000

n/a

92.400

- 1.500

ug/Kg
04 Necov

ub/Kg
%Recove

/ RecV:

- 01/13/04

01/13/04

.. 1/13/64

01/13/04

-011/13/04

70.000

70.000

70.600

L;

130 000
- U
130.000

13Q:00.0

Reportwl3gq/rov.6.3 p 8
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%Rocov
% Recov

% %tecov

%Recov

- PD
RPD

01/1 W104

01/13/04

01/13/04
01/13/04

01/1:3/04.
01/13/04

70,000
75000

70,000
75.000

0.000
0.000

1.30.600
125.000
130,000
125.000

20.000
20.000

70.000 130.000



WSCF ANALYTICAL LABORATORY QC REPORT

SDG Number: WSCF20031727 SAF Number: F03-020
Matrix: SOLID Sample Date: 12/30/03
Test: SW-846 8270B Semi-Vols Receive Date: 12/30/03

QC Analysis Lower Upper
Type Analyte CAS # QC Found QC Yield Units Date Limit Limit RQ

Lab ID: W030001229
BATCH QC ASSOCIATED
MS 1,24-Trlchlorobenzere

MS 1,4-Dichlorobenzene
MS 2,4-Dirkitrotoluene

MS 2-Fluorophenol

MS Aconaphthen6

MS 4-Chloro-3-mnethylphenol

MChlorcpheno.

MS N-Nitrosodl-n-dipropylamlne

MS . 2-rluoobIphenVI

MS Phenol
Ms Nitrobente ..

MS 4-Nitrophenol

MS Pentachloro:pheno),

MS Phenol-d5

MS PyFene
MS 2,4,6-Tribromophenol

ms Torphsnyl-d14 (C
MSD 1,2,4-Trichtorobenzene

MSD 1,4-DIchloobeozene

MSD 2,4-Dinitrotoluene

M80 2-Iluorophereol

MSD Acenaphthene

MSD 4-Choro43mnetylphn. ..

MSD 2-Chlorophenot

MSD 4-Ntmsodl-r-diptdpylarnine

MSD 2-Fluorobipheny

WITH SAMPLE
12082-1

106-46-7

121-4-2

367-12-4

83-3-69
59-50-7

5-67-a
621-64-7

32-60-S

109-96-2

S41 65-60t0
100-02-7

- 8786-5
4165-62-2

129-000
118-79-6
98904-43-9

120-82-1

106-46-7

121-14-2

U67-12-4

83-32-9
. 9-67

95-57-8
621-64-7

321-60-8

-2907.8

2658.9

S 2922.4.
2675.8

- 299,2 -

3967.2

4M,

3120.1

4635.2

3870.4

4036.-

2931.8

2954,1

2758.6

2777.7
2653.8

2761.7

2764.1

4114.6

2674.9

86.600

78.700
86,600
79.200
00.66o.
78.100

92.360

91.400
E87 100
76.300
70,600
86,700

87.400
81.500
81.900
78300
81.400
76.960
81.500
72.400
90.900
89,100
78.900

% Ro6ov 01/13/04

% Recov

% Recov

%Recove

,/a Recov

% Recov

% Recov

%Rocove% Recov

%. RecovV/, 8000V

% Recov

%Recove

%Recove.

%Recov

% R.cov

%6 Rq&ov
% Recov

R1/o 
%4 Reov

% flec

01/13/04

0l/13/04
01/13/04

01/13/04

01/13/04
01/1$/04

01/13104

01-/1 34
01/13/04

01/13/04
01/13/04

Q1113/04

01/13/04

01/13/04

01/13/04

01/13/04

01/13/04

01/13/04

01/13/04.

oji 3104

0 1/13/04
01/13/04

-

-

4.6>00

30.000

59.00a

42.000

61,000
61.000

6P.000
71.000

66.00

42.000

64.000
32.000
62.000

54.000

66.000
24.000

35.000)

46.000

30.060
59.000
42.000

61.000

61.000

66.000

.:71000

56.000

107,000
96.000

106.000

105.000
.116.000
106.000

106.000
114,000

122,000
111.000

S1.11000

118.000

- 14000,
120.000

11,00

122.000

6 50.00

107.000

60.000

106.000

.16.5000.

116,000

106.000

106.000

114.000
122.000
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WSCF ANALYTICAL LABORATORY QC REPORT

SDG Number: WSCF20031727 SAF Number: F03-020
Matrix: SOLID Sample Date: 12/30/03
Test: SW-846 8270B Semi-Vols Receive Date: 12/30/03

QC Analysis Lower Upper
Type Analyte CAS # QC Found QC Yield Units Date Limit Limit RQ
M$D Phenol 108-952 432.5 85.10U %:Recov 01/13104 42.000 111.000

Nitrobenzene-d5

4-Ntrophonot

Pentachlorophenol
Phenol-d5

Pyrene

2,4.6-Tribromophenol

Terphenyl-d14 (7C)1

124-Trichltofhen zoe

1,4-Dichlorobenzene

-2,4-Dkfttltiolueh

2-Fluro phenol

Abenaphthene.

4-Chloro-3-methylphenol

2-Chlorophenol

N-NitrosodI-n-dipropyl amir
2-Fluorobiphenyl

Phenol

NitrobenienetdJ.

4-N Itrophenol
Penfpghlgrophenol
Phenol-db

Pyrone

2,4,6-Tribromophenol

Terphenyl-d14 (704

4165-60-0

100,02-7
87-86-5

4165-62-2

129-00-0

98904-43-9

12082-1 -

106-46-7

121+4-

367-12-4

59-50-7

le 621-64-7

-321-60-8

108-95-2

100-02-7
8786-5,

4165-62-2
1 200-0

118-79-6

09.04-43-9

2762.8

3682.9

3851.8

2659:2

2667.0

2610.2

91900
78.300

81.400 -:

76,900

72 .400

80.900

89.100

78.90

85.100
81 .500-
72.400

76.700

84.300

70.700

82.600
77.000

81.600

7Z400

75.700

84.300
78.700

77.000

5.579,
0,510

6.015

2.947

8.342

7.675

%oRecove

%. Re6ov

% Recov

%osecove

% Recov

%Reoove

%Recove

RMpb
RPt
RM

RPD
RD

RPD

MSD

MSD

MSD

MSD
mASO

MSO

SPK-RPD

SPK-RPD

SPK-RPO.

SPK-RPD

SPK-RPD

SPK-RFPD
SPK-RPD

SPk-RPD

*SPK-AI'O

SPK-RPD

SPI&RP0

SPK-RPD

SPK-RPD

SPK RPD

SPk-RPD

01/13/04

.01/13/04
01/13/04

01/13104

01/13/04

01/1 /04
01/13/04

01/13/04

01/13/04

o1/13/04
01/3/04

S13/04
01/13/04
01113/04

o 1i30

01/13/04

01/13/04

01/ 304
01/13/04
01/I3/0
01/13/04

01/13/04

02/1/04

64.000

32,000

62,000

64.000

66,000

24000

35.000

06.000
0.000

0.000
0 .000

0.000

0.9000

0.000

0.000
0.000
0.000
0.000
0.000

0.000

0.000

0.000

111.000

118.000

114.000

120.000

118.000

122,000

150.000

20+000.

20.000

20.000

20.000

2 000

20.000

20,000
20.000

2000

20.000

20.00d

20.000

20.000

20.000
2000

20 .000

20 .006

W030001235
QC ASSOCIATED WITH SAMPLE
2-FluoropheI - - 3$7-12-4 . 23310

2-Fluorobiphenyl 321-60-8 2387.8
6.600 %Recov
70.600 %Aecove

01/13/04 . 42,00-

01/13/04 56.000

Report w13gq/rev.5.3 p 10
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I-

64514 Rp
3.528 RPD

6:78115 nP -

7,139 RPD

6,6.40 RPD

5.245 RPD

5.023 RPD
2.807 RPD

5.4391 RPD

5,647 RPD

5.78. RPD

Lab ID:
BATCH
I SURR

SURR
125.000

122.000



WSCF ANALYTICAL LABORATORY QC REPORT

SDG Number: WSCF20031727 SAF Number: F03-020
Matrix: SOLID Sample Date: 12/31/03
Test: SW-846 8270B Semi-Vols Receive Date: 12/31/03

QC Analysis Lower Upper
Type Analyte CAS # QC Found QC Yield Units Date Limit Limit RQ
SURR Nitrobenzene-dp 4165-60-0 2326.2 68.700 %Recove . 01/1/04 64.000 111.000

Phenol-d5

24,6-Tribromophenol

Terphenyl-d14 (70)

BATCH QC
BLANK 1 2,4-Trichlorobernzene

BLANK 1,4-Dichlorobenzene
13LANK 2,4-t0nirotoluene

BLANK 2-Fluorophenol

BLANK Ac4naphthene

BLANK 4-Chloro-3-methylphenol

OLANK 2-Chiorophehol

BLANK N-Nitrosodi-n-dipropylamine

BLANK 2-fluorobiphenyl

BLANK Phenol

BLANK Nitrobenznendfl.

BLANK 4-Nitrophenol

BLANK rentae orphenol

BLANK Phenol-d5

BLANK Pyrene

BLANK Tributyl phosphate

BLANK 2,4,6-Tribromophefool

BLANK Terphenyl-d14 (7C)
Los I 2,4-Triohlrobenzene

LoS 1 4-Dichlorobenzene

LS 2,4 Dinltrotolute 2

LOS 2-Fluorophenol

us Acriaptithene

LoS 4-Chloro-3-methylphenot

Report W13gq/rev.5.3 p 11
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-120-82-1

106-46-7

121-14-2

367-12-4

-$324-

59-50-7

621-64-7
321-604,
108-95-2

.46 60.O
100-02-7

4165-62-2

1'29-00.0

126-73-8

98904-43-9

12602-1

106-46-7

-67-14-2

367-1 2-4

83-32-9.

59-60-7

< 290
< 310

S67.

2374.2

< 67
< 67

<
< 67

n/a.

n/a

n/a

71.200

We
n/a
fla
fl/a

2e4& 79 '200
< 100 n/a

739t 2=00

< 650 n/a

<300 /a

2633.5 79.000
< 67 . n/a .

< 67 n/a

1887.4 56.600
2586.7 77.600

5173.0 7).600

4983.8 74.800

5171.3
4946.3

6596.2

77.600

74.200

82.000
66.000

ug/Kg 01/13/04

ug/Kg 01/13/04

ug/Kg 01/15/04
%Recove 01/13/04

-ug/KO 01/11/04

ug/Kg 01/13/04

ug/Kg 01/13/04
ug/Kg 01/13/04

%Recove 01/11/64
ug/Kg 01/13/04
%Rebove 01/Z13/04

ug/Kg 01/13/04

ug/Kg 01/1.3/04
%Recove 01/13/04

ug/K 01/13/04.
ug/Kg 01/13/04

%Recove 01/13/04
%Recove 01/13/04

% Recov ofl/3a/4

% Recov 01/13/04

% Recov 01/13/04
% Recov 01/1/04

% Renov 01/13/04
V. Recov 01/13/04

42,000

ss000

106.000

I 2200

64.000 11

54.000

24.000
35 .000

46.000
42.000

50.000
61 .000
61,000

120 000

122.000

150,000

107.000
111.000
106&000

110.000
116:000

106.000

SURR

BURR

SURR

4165-62-2

11-79-6

98904-43-9

2637.1

2321 .1

2418.2

77.900
6. 660

71.600

%Aocove

%Aecove

%Recove

01/13/04

0113/04
01/13/04

54,000

24.000
35.000

120.000

122.060
150.000

Uj

Uj

J

U



WSCF ANALYTICAL LABORATORY QC REPORT

SDG Number: WSCF20031727
Matrix: SOLID
Test: SW-846 8270B Semi-Vols

SAF Number:
Sample Date:
Receive Date:

Analyte
2-Chforophenol

N-Nitrosodi-n-dipropylamine

2-Fluorobjphenl

PhenoI

NItroberzene-dS

4-Nitrophenol

Pentachlorophenol
Phenot-dS

Pyrene

2,4,6-Tribronophenol

Tlephonyfnd14 -

CAS #
95-57- 8
621-64-7
321-60.-0

108-95-2

4165-60-0

100-02-7

87-86-5,
4165-62-2

129-00-0

118-79-6
9sO4-43-9

QC found QC Yield Units
7986.1
5058.1
5373.0.
8414.2

5236.9
71808

-7871.5

1253.0

S304.8

5141.8

. $560L

7.900O

75.900

$0.600

84.100

78;600

71.800

- 8.70
78.800

77.100
80.000

% flov
% Recov

% Recov

* fecov
*% Heov% Recov

61 INgov
% Recov

% Rslcov

%Recov

VRebov.

Analysis Lower
Date

01/13/04

01/13/04

01113104

01 /13/04

01/13/04

01/13/04

01/13/04.

01/13/04

01/13/04

01/13/04

0113/04.

Limit
6:odo

71.000

58.000,
67.000

60,000
32.000

.62.000
59.000

-. . 6,000
60.6000

S. 60.000:

Report wI3gq/rev.5.3 p 12
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QC
Type
LOS

LOS

LOS

LOS

LOS
L-CS

LOS
LoS

LCS
LOS

LC

F03-020

RQ
Upper
Limit
106.000
114.000

109.000
105.000
11-8.000

118.000

114.000

116.000

11 .O00

120.000

i.20.000

I



WSCF ANALYTICAL LABORATORY QC REPORT

SDG Number: WSCF20031727
Matrix: SOLID
Test: & Neptunium by AEA

A

SAF Number: F03-020
Sample Date: 12/31/03
Receive Date:12/3 1/03

QC Found QC Yield Units
Analysis Lower

Date Limit

Lab ID:
BATCH
nUP

W030001235
QC ASSOCIATED WITH
Neptunium 237

BATCH QC
BLANK Neptunium-237

LCS Neptuniuin-237

SAMPLE
13994-20-2

13994-20-2

13994-20-2

1.7e-03

1.7e-03

6,225

7 150.365

0.002 pCijg

4t405 %Recovo,

Report w1 3gq/rev.5.3 p 13
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QC
Type Analyte CAS #

Upper
Limit RQ

01/10/04..

01/15104

01/16f04

0.000

0.000

75.O00

-26.000

1000.000
12:000

RPD



WSCF ANALYTICAL LABORATORY QC REPORT

SDG Number: WSCF20031727
Matrix: SOLID
Test: Americium by AEA

QC
Type Analyte

SAF Number: F03-020
Sample Date: 12/31/03
Receive Date: 12/31/03

CAS # QC Found QC Yield Units
Analysis Lower

Date Limit
Upper
Limit RQ

Lab ID:
BATCH
0up1

W030001235
QC ASSOCIATED
Amerlpiim-241

BATCH QC
BLANK Americium-241

LOS Americium-241

WITH SAMPLE
14596-10-2 3e-0 2

14596-10-2 3.5e-02

145.96-10-2 1.Se+01:

53.846 RPD 01/19/04

0.035 pCi/g 01/19/04

.959 % Recov : 01/19104

Report wl3gq/rev.5.3 p 14
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in

0.000

0.000

76:000

20.000

1000.000

12SM.000



WSCF ANALYTICAL LABORATORY QC REPORT ell

SDG Number: WSCF20031727 SAF Number: F03-020
Matrix: SOLID Sample Date: 12/31/03
Test: Plutonium Isotopics by AEA Receive Date: 12/31/03

QC Analysis Lower Upper
Type Analyte CAS # QC Found QC Yield Units Date Limit Limit RQ

Lab ID: W030001235
BATCH QC ASSOCIATED WITH
DJP Pu-2301240 by AEA

BATCH QC
BLANK Pu-239/240 by AEA

CL .. Pu-239/240 by AEA

SAMPLE
PU-239/240 3.e-03

PU-239/240 8.00-03

PU-239/240 1.2e+01

46809 RPDV 01/11/04

0.008 pCi/g 01/19/04
.6561 ReQov 0119b04

Report w13gq/rev.5.3 p 15
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0.000

0.000

76.000

20.000

1000.000

125.QOO



WSCF ANALYTICAL LABORATORY QC REPORT

SDG Number: WSCF2003 1727 SAF Number: F03-020
Matrix: SOLID Sample Date: 12/31/03
Test: Uraniui Isotopics by AEA Receive Date: 12/31/03

Qc Analysis Lower Upper
Type Analyte CAS # QC Found QC Yield Units Date Limit Limit RQ

Lab ID: W030001235
BATCH QC ASSOCIATED WITH SAMPLE
DUP . Uran)um-238 U-238

BATCH QC
BLANK Uranium-238

LCS Uranium-238

1.2e- 1 -.000

2467882-8 7.5e-03 0.007

24678- .- 4.0e + b

RPO) 01/19/04

pCi/g 01/19/04
% R.ov 01/21/04

Report wi3gq/rev.5.3 p 16

27-jan-2004 14:32:36

0.000

0.000

76.000

20.000

1000.000

125.000.
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Waste Sampling and Characterization Facility
P.O. BOX 1970 S3-30, Richland, WA 99352

PHONE: (509) 373-7004/FAX: (509) 373-7134
'/5 V

ACKNOWLEDGMENT OF SAMPLES RECEIVED

Ground Water Protection Program
Customer Code: GPP

Richland, WA 99352 PO#: 119142/ES20
Attn: Steve Trent Group#: 20031727

Project#: F03-020
Proj Mgr: Steve Trent AO-21

Phone: 373-5869

The following samples were received from you on 12/31/03. They have been
scheduled for the tests listed beside each sample. If this information
is incorrect, please contact your service representative. Thank you for
using Waste Sampling and Characterization Facility.

Sample# Sample Id Matrix Sample
Tests Scheduled Date

W030001235 B183P2 GPP TRENT Solid, or handle as if solid 12/31/0
@2008 @AEA-30 SAEA-31 @AEA-32 @AEA-33
@GEA-GPP @IC-30 @SVOCGPP @TPHD-WA CN-02 NH4-
PERSOLID pH- 3 a

Test Acronym Description

Test Acronym Description

@2008
@AEA-30
@AEA-31
@AEA-32:
@AEA-33
@GEA-GPP
@IC-30
@SVOCGPP
@TPHD-WA
CN-'02
NH4-IC
PERSOLID'
PH-30

ICP-2008 MS All possible metal
Plutonium Isotopics AEA
Americium by AEA
Uranium Isotoics by AEA
& Neptunium by AEA
Gamma Energy Analysis grd -H20
Anions by Ion Chromatography
SW-846 8270B Semi.-Vols
WTPH-D TPH Diesel Range (Wa)
Cyanide- by midi/Spectrophotom..-
Ammonia (N) by IC
Percent'Solids
pH Soil and Waste Measurement

- 1 -

3-1



. . /, r r--
FLUOR Hanford Inc. CENTRAL PLATEAU CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST F03-020-030 Page I of I M

Collector Company Contact Telephone No. Project Coordinator D Tur a n
Pope/Hughes/Pfister Steve Trent 373-5869 TRENT, S1 Price Code Data Turnr

Project Designation Sampling Location SAF No. Air Quality
216-B-26 Characterization Sampling - Soil Sampling C3245 (292.5-295 ft) F03-020

lee Chest No. Field Logbook No. COA Method of Shipment
HNF-N- - 119142ES10 Govt. Vehicle

Shipped To Offsite Property No. Bill of Lading/Air Bill No.
Waste Sampling & Characterization N/A N/A

POSSIBLE SAMPLE HAZARDS/REMARKS
Cool 4C None Cool 4C Cool 4C None

Preservation
, aG P 0/P 0 P

Special Handling and/or Storage Type of Coatainer __P_____

No. of Container(s) 1 I I

Volume 120mL 500mL 250mL 120ml - 20;

See item () in See item (2) in See item (3) in See item (4) in Acti ity Scan
Special Special Special Special

SAMPLE ANAiLYSIS cio nstructions. lnstrjions. laettions.

Sample No. Matrix * Sample Date Sample Time

8183P2 w33caC 3- SOIL

CHAIN OF POSSESSION Sign/Print Names SPECIAL INSTRUCTIONS Matrix
Relinquished B my/geaove From Date/Time ex ived By/Stored ls Al terTime 1.j i Fit acknowledges that the analytical holding time for N02. N03, and P04 by EPA Method 300.0 will

3 S " ,, g - not be net. The lab is to analyze pi within 24 hours of receipi. Tile laboraory is to report kerosene SE-nm; -ti

Relinquished By/RtmOv4 From Dale/time Received By/Stored In Date/aime I SfmeW Dali
-d(1) Semi-VOA -- 8270A (Add-On) (Tributyl phosphatc); TPll-Diesel Range -WTPH-D {Tolal W WAIXt

pRi B vum i Jydrocarbos- diesel range, Total petroleum hydrocarbons - keroseae rage)
Relinguished By/Rtemovcd From DaeteTimne Received By/Stored In Datofime (2) Gatana Spectroscopy (Cesium-137, Cobalt-60, Europium-152, Enropium-154, Europium- 155) OSDm Sotids

Ganna Spec - Ad d-on (Antimony-125, Cesium-1 34, Tin-126}; Isotopic Plutonim; Isotopic Uranium; oL=Dmt uWot
Relinquished By/Removed From DatefTime Received By/Stored In DatetTime Nept 2)uniuC-237 AmerieimC-24pp , ;2 ((3) ICPiMS - 209.8 (TAL) lCadmnium. Chsromium;, Copper. Nickel, Silver); ICP/MS -200.8 (Add-on) iWI~pe

(Lead, Mercury, Uranium) L.Liqtd
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Dale, Tro F

From: Iwatate, Kenneth
Sent: Thursday, January 22, 2004 11:10 AM
To: Dale, Troy F; Trechter, John E Jr.
Cc: Rice, Andrew D; Fitzgerald, Scot L
Subject: Low Neptunium Recovery for LCS

Importance: High

Troy, John

The Groundwater Protection Project (GPP) sent to the WSCF laboratory several soil samples
and requested neptunium analyses. All of this work had to be done in a short period of
time. All samples were analyzed using the following batch criteria: Blank, LCS,
"LCS+spike", Sample, Duplicate, Sample+spike, and Duplicate+spike, since we did not have
any suitable neptunium tracer. It should be noted that the LCS and "LCS+spike" are made
up by using 25 mLs of 2M nitric acid and, in the case of the LCS, spiked with 0.025 mL of a
252 dpm/mL Np-237 solution and, in the case of the "LCS+spike", 0.05 mL of the Np-237
solution. The spiked duplicate and samples were done with 0.025 mL of the same Np-237
solution.

After an initial batch of soils was processed and the data analyzed, the Np-237 recovery for
the LCS and "LCS+spike" were found to be approximately 50-60%. Initially, it was thought
that there was just a simple error since the same data showed that the spike recoveries of
the duplicate and soil samples were in the acceptable range of 75 - 125% (QAPP-0 17).

Due to the time crunch all soils were processed for Np. The data was analyzed and the
same problem was apparent; LCS and "LCS+spike" recoveries on the order of 50% whereas,
the soil spikes were in the range of approximately 75-125%. The results of the spike
recoveries for the soils alone showed that the method was working properly, yet there
seemed to be an oddity with the LCS and "LCS+spike".

Before the last batch of soils was to be processed (report due to GPP on 1/29), a test of a
hypothesis was conducted. It was the chemist's idea that the major difference between the
soils and the LCS was the level of iron. It isn't so much that the iron helps in extraction per
se, but that the addition of ascorbic acid to convert all iron(III) to iron(II) was excessive due
to a poorly detected color change or lack thereof. If excess ascorbic acid is present, Np
could change its oxidation state to one that has a lower Kd (distribution coefficient) on the
TEVA resin. at the conditions for efficient extraction. Conversely, if the iron(II) sulfamate
reagent was at 0.6M, the excess ascorbic acid would not be present, due to an easily
detectable color change. Could this mean that the iron(II) sulfamate solution was less than
the required 0.6M?

Four test samples were run. These consisted of 25 mLs of 2M nitric acid spiked with Np-
237. Two of the samples contained I mL of iron carrier (10 mg) and 2 mL of the iron(II)
sulfamate. The other two samples just had 4 mLs of the iron(II) sulfamate added. Also in all
cases, the technician took great pains by adding the ascorbic acid solution dropwise and
letting the sample sit for a few seconds between additions. (SEE attached ExcelTI
spreadsheet for details).
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As you can see in the spreadsheet data, the recoveries ran 88-107%. The extra iron, from
either adding 10 mg of iron or doubling the iron(II) sulfamate, aided in the extraction of Np
using TEVA resin. I believe that this is mostly attributable to the fact that ascorbic acid is
kept to a minimum by detecting the color change. It may also be concluded that the iron(J)
sulfamate concentration may not be 0.6M. To improve on this, one can either add a very
small amount of iron to the samples, except for those containing lots of iron, or use a more
sensitive indicator such as 1 drop of ammonium thiocyanate (IM).

If you have any questions, feel free to call.

Ken Iwatate
Radiochemisny
Analyicat Services. WSCF
Voice: (509)373-7 198 (Office)
FAX: (509) 372-0456
Fluor Hanford. Si-30, PO Box 1000. Richland, WA 99352
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Neptunium Test Results - 1/22/04

Count
AEA

Net Area

1271
2641
1437
2710
9

AEA
Bkg

7
4
1
3
5

Time
min

1000
1000
1000
1000
1000

AEA
Eff

0.2039
0.2369
0.2120
0.2211
0.2211

FouNP 2dNP
Found Added

dpm

6.20
11.13

6.77
12.24
0.02

dpm F
6.3

12.6
6.3
12.6

<----- MDA

ecovery

98.4%
88.3%
107.5%
97.2%

LCS1 25mLs of 2M HN0 3 spiked with 0.025 mL 2 3 7 Np (252 dpm/mL). 1 mL

of 10 mg/mL Fe carrier and 2 mL of iron(II) sulfamate

LCS2 same as LCSI but spiked with 0.05 mL 237Np

LCS3 25 mLs of 2M HNO,3 , spiked with 0.025 mL 2 3 7 Np. 4 mLs of iron(II)
sulfamate was used.

LCS4 same as LCS3 but spiked with 0.05 mL 23Np.

Addition of the ascorbic acid was performed dropwise and the solution was
allowed to sit for a few seconds between additions.
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Test
ID

LCS1
LCS2
LCS3
LCS4
Blank

AEA
ID

10
11

12
13
9


